["Dinamap"--a new automatic indirect blood pressure registration device for anaesthetized patients (author's transl)].
The "Dinamap" measures automatically using a non invasive technique the arterial systolic, diastolic and mean pressure and the pulse rate. Its accuracy is comparable with invasive transducer monitoring. The device is automatically zero-controlled and is based on the oscillometric procedure. The interval can be selected within a wide range.